Cardiac output measurement by indicator dilution.
The measurement of cardiac output by the indicator dilution method is reviewed. Theoretical and practical problems relating to the direct and indirect Fick methods and the continuous and bolus injection methods are considered in detail. Choice of indicator is also discussed. Problems remain with all of these methods, but reasonable accuracy and consistency may be achieved if attention is paid to detail.